A coroner's request for closure: the value of the stored electrogram.
Pacemaker diagnostics can be useful to troubleshoot both during life and after death. A 58-year old man with a single chamber ventricular pacemaker and a previous His bundle ablation died suddenly. Interrogation of his pacemaker revealed the cause of death not as pacemaker malfunction, but a fatal ventricular arrhythmia.